lood pressure (BP) independently predicts cardiovascular risk in affluent countries. [1][2][3][4] [5] However, several studies have shown that awareness of hypertension and BP control is still suboptimal, 1 and thus effective strategies should be developed to improve BP control and adherence to therapy. One of the methods used to achieve these goals is represented by self-measurement of BP at home by automatic devices. Many studies have shown that BP self-measurement at home allows a better BP control in hypertension and has a greater prognostic value than office BP. 6, 7 In addition, self BP measurement is more appealing to the patient than the customary procedure in the physician's surgery often causing long waits. 6 Upper-arm automatic devices gave fresh impetus to home self-measurement because of their user friendliness, 8 the only conditions to be respected being adequate cuff dimensions and correct positioning of the cuff on the patient's arm. [9] [10] [11] [12] [13] [14] For reasons of market penetration and following a general tendency to miniaturization, many wrist devices recently appeared on the market 15 having the advantage of being smaller and easier to fit than upper-arm monitors, 16 and today wrist devices are used by a large portion of people who measure their BP at home. 17 However, in spite of technical improvement, their reliability in real-life conditions is not unanimously accepted. [18] [19] [20] Accuracy of BP measurement at wrist largely depends on the difference in height between the wrist and the heart because of the confounding effect of the hydrostatic pressure caused by the limb blood column. [21] [22] [23] Wrists kept at a higher level in comparison with the heart lead to a false lower, and wrists at a lower level lead to a false higher BP values. Very rarely do patients receive appropriate training from family doctors or other healthcare personnel. Instructions attached to commercial packages require a certain degree of personal discernment, i.e., a good cognitive pattern. Only a few models have a position sensor to verify that the wrist is placed properly at heart level, 24 but even for these devices, no study has evaluated their reliability in real-life conditions.
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The aim of the present study was to ascertain whether wrist home BP is performed reliably or an error is present in measurement, and to identify the determinants of this error if any.
To verify the reliability of wrist BP self-measurement, we determined at a population level the upper-arm−wrist BP difference in the office under a doctor's supervision and then verified whether this difference was maintained during home self-measurement.
Methods

Study Population and General Protocol
The analysis involved in the frame of the GOLDEN study (Growing Old With Less Disease Enhancing Neurofunctions), 721 unselected subjects were recruited from an Italian general population (response rate to call 73%), aged 49.3±15.4 (range, 18.0-89.8) years, living in an area of ≈107 km 2 and sharing homogeneous lifestyle. 25 At screening, all underwent anthropometrics and a questionnaire. 26 Education was defined as years of schooling based on the highest educational qualification achieved. Height (in m) and weight (in kg) were recorded without shoes with the subjects wearing light indoor clothing. 27 Biceps skinfold thickness 28 was measured (in mm) with a plicometer (Holtain Ltd, Crymych, United Kingdom) applying a caliper pressure of 10 g mm −2 . At the screening, no subjects had atrial fibrillation that could decrease the accuracy of automatic BP measurement, so that no one was excluded because of this reason.
Devices
The AND device Model UA-767 Plus was used for upper-arm BP measurement and the AND device Model UB-542 for wrist measurement (A&D Company, Tokyo, Japan). The UA-767 Plus was validated for BP measurement by the British Hypertension Society (A/A grading), 29 and the UB-542 was validated according to the European Society of Hypertension International Protocol revision 2010. 30 For the upper-arm measurement, a standard cuff was used for arm circumferences of up to 32 cm and a large cuff for circumferences of >32 cm. For the wrist measurement, the wrist circumference had to be within the 13.5-to 21.5-cm range as recommended by the manufacturer. No subject had a wrist circumference outside this range.
BP Measurement and Training
During the initial visit, after a 5-minute rest in the sitting posture, all subjects had their BP measured at upper-arm and wrist by a physician in triplicate to minimize alert reaction. The last 2 readings were averaged and considered as upper-arm office BP and wrist office BP. Subjects then received an individual training about the use of the 2 devices, teaching theory and answering questions, if any. For upperarm BP, they were trained to undress their nondominant arm, to rest in the sitting position for 5 minutes, to apply the cuff taking care of the position on the artery, to keep the elbow on a desk and the forearm horizontal, and to proceed with automatic BP measurement without moving from their seat. Then, they had to remove the cuff, to apply the wrist device on the same arm, to keep the elbow on the desk with the forearm bent to place the wrist at heart level ( Figure 1A ), and to measure wrist BP, once more without moving from their seat. The waiting times were the same for all measurements. Then, the subject had to self-measure upper-arm and wrist BP under a physician's supervision.
It was decided to measure first the upper-arm and then the wrist BP both at home and in the office to avoid confusion, as a random protocol seemed to be too difficult to pursue in uncontrolled home conditions.
Home Self-Measurement
Subjects were asked to self-measure the upper-arm and then the wrist BP at home every morning and evening at the same time of the day for 7 consecutive days by means of the 2 devices cited above, following the instructions received during training. After getting the BP reports back, the arm and wrist BP values self-measured in the 7 days were averaged separately for systolic and diastolic BP and considered as upper-arm home BP and wrist home BP in data analysis.
Presumptive Error in Home Self-Measurement
The difference between BP recorded at the upper arm and BP measured at the wrist was calculated (separately for systolic and diastolic) both in the office and at home. At home, self-measured BP on each morning and evening were averaged, obtaining for each day a systolic and a diastolic mean value. The differences between upper-arm BP−wrist BP day 1, upper-arm BP−wrist BP day 2, and so on, for each day were calculated for systolic and diastolic BP and averaged to obtain the mean home upper-arm−wrist BP difference for systolic and diastolic, respectively. The upper-arm−wrist BP difference obtained in the office under doctor's supervision was considered as the reference value. To evaluate how much the upper-arm−wrist BP difference measured by the study participant at home deviated from the office reference value, we calculated the discrepancy between the office and home differences, separately for systolic and diastolic BP, as (office upper-arm−office wrist BP difference) −(home upper-arm−home wrist difference), and defined this discrepancy as home measurement error. According to most authorities considering as tolerable a mean difference between 2 measurements up to 5 mm Hg when automatic devices are used, 31 subjects showing a home measurement error greater than ±5 mm Hg were labeled as bad measurers and subjects with home measurement error within ±5 mm Hg as good measurers. As this limit might be considered too restrictive, the same operation was then performed using ±10 instead of ±5 mm Hg as boundaries. Both the continuous variable home measurement error (in mm Hg) and the categorical variable bad measurer (0=no, 1=yes) were separately used in data analysis.
Neuropsychological Assessment
At the initial visit, cognitive assessment was performed by a MiniMental State Examination 32 and by a comprehensive neuropsychological battery of validated paper-and-pencil tests standardized for Italian people 33 administered in a single session lasting ≈2 hours. Details are described Cognitive Pattern Assessment section of onlineonly Data Supplement and in Table S1 in the online-only Data Supplement.
Ethics
The investigation conformed to the Declaration of Helsinki and institutional guidelines, and was approved by the Ethics Committees of the University of Padua, of the University Hospital of Verona, and of the Local Health Units No. 4 and No. 20 of the Veneto Region (Italy). Each subject gave and signed informed consent.
Statistics
Sample size
As to our knowledge, no experience is available about arm and wrist BP self-measured at home at a population level in epidemiological setting, it was assumed a priori a plausible difference between arm and wrist BP at home around 10±10 mm Hg for systolic and 5±10 for diastolic BP. Power analysis showed that 148 subjects per group in equality for the 2 proportions test were sufficient to show effects with a power of 0.90 and a test level of 0.10 for β error and of 0.20 for α error. Therefore, the cohort of 721 subjects recruited for the present study seemed to be adequate even after stratifying by upper-arm and wrist and by office and home measurements.
General and Descriptive Statistics
Linearity assumption was ascertained for each variable by the residuals method and normality assumption by the Kolmogorov-Smirnov 1-sample test. Continuous variables were expressed as mean and SD and compared between groups with ANOVA and the Bonferroni post hoc test. In a first model, crude values were considered to describe BP values. Then the analysis was adjusted for age, sex, highest educational level achieved, hypertension, forearm length, upper-arm circumference, and the cognitive tests cited in Cognitive Pattern Assessment section of online-only Data Supplement. Categorical variables were expressed as percent rate and compared with the χ 2 test. To show the discrepancies between upper-arm and wrist BP measurements in the 2 settings, the Bland-Altman approach was used. this hypothesis, home systolic and diastolic errors as defined above were separately used as dependent variables in regression analyses adjusted for the confounders listed above, having forearm length and cognitive assessment variables as putative independent determinants.
The item bad measurer was used as dependent variable in logistic regression adjusted for the confounders listed above. Coefficients were shown with 95% confidence intervals. The null hypothesis was rejected for P<0.05.
Results
Descriptive Analysis
The characteristics of the cohort are summarized in Table 1 . In Table S2 , data are stratified by arterial hypertension and in Table S3 by normalization of arterial hypertension. In Tables S4, subjects are stratified according to the trait of bad measurer.
All subjects had Mini-Mental State Examination >25 and were classified as having no patent clinical cognitive impairment. As shown in Figure 2 , office systolic BP was lower at the wrist than at the arm, whereas office diastolic BP showed a negligible difference (−2.5%; P=0.002 for systolic; −0.7% for diastolic, nonsignificant). In contrast, at home both systolic and diastolic BPs were higher at the wrist than at the arm (+5.6%, P<0.0001 for systolic; +5.4%, P<0.0001 for diastolic). The corresponding values adjusted for the confounders listed above are shown in Figure S1 .
These discrepancies were also present within the subgroup of people with hypertension, both in crude and adjusted analysis ( Figures S2 and S3 ). The upper-arm−wrist BP differences in the office and at home are presented in Figure 3 . BlandAltman plots for the office and home systolic BP measurements are shown in Figure 4 . A greater dispersion around the mean was present at office (SD, 13.0 mm Hg) than at home (8.1 mm Hg). The average systolic measurement error was 9.6±15.1 mm Hg and the diastolic measurement error was 4.6±10.0 mm Hg. According to the ±5 mm Hg cutoff, 100 subjects (13.9%) turned out to be good measurers (home measurement error within ±5 mm Hg) and 621 (86.1%) to be bad measurers (home measurement error outside the ±5-mm Hg interval); among the latter, 508 (81.8% of the bad measurers and 70.4% of the entire cohort) had higher wrist than upper-arm home BP and 113 had lower wrist than upper-arm home BP (18.2% of the bad measurers and 15.7% of the entire cohort). The same analysis for ±10-mm Hg home measurement error is shown in the Results for ±10 mm Hg Home Measurement Error section of online-only Data Supplement.
Among the good measurers (within the ±5-mm Hg interval), the correlation between office and home measurement was 0.854 (P<0.0001) for upper-arm systolic BP and was 0.868 (P<0.0001) for wrist systolic BP (z statistics, −0.62; P=0.6 between the 2). Within the bad measurers with home measurement error <−5 mm Hg (presumably those who kept the wrist at a lower level than the heart), the correlation between office and home measurement was 0.655 (P<0.0001 versus good measurers) for upper-arm systolic BP and 0.591 (P<0.0001 versus good measurers) for wrist systolic BP.
Multivariable Regression Analysis
In multivariable linear regression (Table 2) , lower praxic abilities were determinants of both systolic and diastolic errors. Lower memory with interference was also a determinant of Systolic and diastolic blood pressures (SBP and DBP) are those measured at the screening, before the individual training. COPD indicates chronic obstructive pulmonary disease; HDL-C, high-density-lipoprotein cholesterol; and LDL-C, low-density-lipoprotein cholesterol. the systolic error, and clock drawing test was a determinant of diastolic error. Forearm length was a direct determinant of the systolic error only (Table 2) . Arterial hypertension was a direct confounder for both errors, whereas the systolic error was also directly confounded by older age, greater arm circumference, higher systolic or pulse pressure. In sensitivity analysis, taking selectively into consideration the 508 bad measures presumably keeping the wrist lower than the heart level, the association between forearm length and the systolic error was greater (coefficient, 7. Multiple linear regression. Systolic and diastolic errors as dependent variable, respectively. Age, sex, hypertension, arm circumference, forearm length, systolic blood pressure, educational level, memory with interference at 10 s test (MI 10), immediate prose memory (IPM), praxic abilities, clock drawing, abstraction, and digit span tests as independent variables. Pulse pressure was used in alternative to systolic and diastolic blood pressure. CI indicates confidence interval.
*Selectively in the 508 subjects keeping the wrist higher than the heart level. Table S7 ).
Discussion
The main finding of our study is that the relationship between BP measured at the upper-arm and at the wrist varied according to whether BP measurements were made in the office under a doctor's supervision or at home in a real-life situation. When BP was taken in the office, the values measured at the wrist were, as shown by others, [18] [19] [20] [21] [22] [23] [24] [25] slightly lower than those measured at the upper-arm. In contrast, when BP was self-measured at home by the study participants, higher BP values were obtained at the wrist than at the arm. In the large majority of the participants classified as bad measurers, the home measurement error was because of a disproportionately high wrist BP.
The discrepancy between the upper-arm−wrist BP difference obtained in the 2 settings is probably because of an error in home self-measurement despite appropriate training. It is likely that many subjects, when left free to measure their BP at home, did not follow the instructions received during the training session because of a deficit in memory or in executive functions, a limitation that persisted after adjustment for age and was not prevented by years of schooling.
Inability to follow the instructions for poor memorization and carelessness were likely to affect wrist BP rather than upper-arm BP measurement because of the important effect of an incorrect forearm position on wrist BP. Accurate measurement of BP at the wrist requires that the heart and the wrist are kept at the same level to avoid the effects of hydrostatic pressure. If the forearm is kept horizontal on the supporting desk ( Figure 1C) , leaning or even vertical along the subject's side ( Figure 1D ), the hydraulic pressure caused by the upper limb blood column mass is added to the hemodynamic pressure and their sum is recorded by the wrist device. Based on the difference between density of human blood and mercury, in the present study, the magnitude of the home measurement error would translate into an average level discrepancy between the heart and the wrist of 10±11 cm (confidence interval, 9.1-11.5). According to this extrapolation, in our experience, the range of the error was from 10 over to 65 cm under the heart level. Obviously, part of the upper-arm−wrist BP difference may be because of random BP variability between 1 measurement and the other or to unreliable upper-arm BP measurements, and thus the differences in level reported above can only be considered as indicative. This interpretation was confirmed by significant effect of forearm length in multivariable linear analyses for the systolic home measurement error. When the wrist is kept at a lower level than the elbow ( Figure 1D ), a longer forearm magnifies the hydrostatic effect of the wrong arm position, 34 an effect that is notoriously more pronounced for systolic than for diastolic BP.
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The reason for the wrong position of forearm in a high number of subjects was probably because of a worse cognitive pattern, as shown by the inverse association of the measurement error with memory, praxic abilities, visuospatial, and executive functions, as shown for instance by the clock drawing test. It is presumable that subjects having worse cognition were those more prone to make a mistake in wrist self-measurement. This interpretation is corroborated by previous observations that wrist devices provided with a position sensor, helping subjects to keep the wrist at heart level, usually give lower values than those without a sensor. 24 In the present study, it was decided to use wrist monitors without a sensor because these are the devices mostly used in the real world.
The home measurement error was also associated with higher BP levels or the diagnosis of hypertension. A higher BP is likely to affect the magnitude of the measurement error. In addition, in keeping with previous study, 38 the hypertensive participants had a much worse cognitive pattern, as shown in Table S2 . However, the measurement error was also present among the normotensives.
Clinical Relevance
An upper-arm−wrist difference greater than ±5 or ±10 mm Hg was reached at home by the majority of the participants, presumably for an improper use of wrist BP monitors. This is alarming as it is estimated 24 that wrist devices for self-measurement have gained 30% to 50% of the market share of the BP measuring devices sold in affluent countries, and most people use them without any preliminary training from healthcare personnel.
Limitations
The main limitation is that we had no gold standard for establishing the reliability of wrist self-measurement at home. We could not use office wrist BP as the reference because, as shown by our results, home BP is generally lower than office BP and is devoid of the alarm reaction. For this reason, we used the difference between upper-arm and wrist office BP as a reference presuming that, although at a different BP level, the upperarm−wrist BP difference would not vary in the 2 settings. A further limitation is that we assumed that the home measurement error was mainly because of misuse of the wrist rather than the arm device because of the well known problems inherent to the use of wrist devices. However, the relationship of the forearm length with the home measurement error lends support to our assumption. It was also decided to measure first upper-arm and then wrist BP both at home and in the office to avoid confusion, as it appeared that a random protocol was too difficult to pursue by subjects free to act in uncontrolled home conditions. This is not a major problem, because at home, wrist BP was higher than upper-arm BP. Finally, in our study, a remarkable whitecoat effect was found, probably because of the epidemiological setting in the office; however, a similar white-coat effect was to be expected with upper-arm and wrist measurement.
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Strengths of the study are general population setting, the large sample size, taking into consideration both morning and evening measurements as home BP, and the use of the same 2 devices in each subject for the office and home measurements, thereby avoiding the confounding effect of different BP monitors.
values. This is likely to be because of poor comprehension and/or to incorrect application of instructions leading to incorrect position of the arm during self-measurement, a problem that for hydraulic reasons can be magnified by longer forearms. This represents a public health problem because of the overestimation of people with hypertension, with increase in costs for the community and deterioration of quality of life for the patient. A worse cognitive pattern is a key factor in this chain of events. It is thus prudent to discourage the use of wrist devices in patients in whom cognitive deterioration is likely to be present. What Is New?
Sources of Funding
• Reliability of self-measurement at home with wrist devices was tested for the first time in a general population.
What Is Relevant?
• At home, most wrist self-measurements overestimated upper-arm measurements, probably because of the wrist being kept lower than the heart, thereby adding the pressure due to the blood column to the clinical pressure, a phenomenon magnified by longer forearms.
Summary
Self blood pressure measurement at home with wrist devices is often unreliable, a phenomenon favored by impaired cognitive function that leads to wrong wrist position and detection of falsely elevated blood pressure. Self-use of wrist devices should be discouraged, especially in people in whom cognitive deterioration is likely to be present.
Cognitive pattern assessment
The praxic abilities were evaluated through the tests summarized in Table S1 below, giving a final score ranging from 0 to 6. In the test of memory with interference at 10 seconds (scoring 0 to 9) the participants had to recall a consonant trigram after an interval delay during which they had to count backward starting from a 3-digit random number presented by the examiner immediately after the trigram, and, at the end of the interval delay of 10 seconds, to recall the trigram. 1,2 The verbal fluency test 3 (scoring 0 to 34 in 3 tasks averaged) required to generate appropriate names in a fixed period of time. The digit span 4 (scoring 0 to 8) consisted of memorization and repetition of a series of numbers. In the immediate prose memory test (scoring 0 to 28), a prose passage of 30 words was presented on a one-to-one basis, asking for immediate verbatim recalls. The test of abstraction (scoring 0 to 6) required inclusion in the same category of words having common elements. In the clock drawing test the participant was instructed to draw a clock indicating 2:45 h, setting the hands and numbers on the face «so that a child could read them».
Results for ±10 mmHg home measurement error
According to the definition based on ±10 mmHg cut-off, 266 subjects (36.9%) turned out to be good measurers (home measurement error within 10 mmHg) and 455 (63.1%) to be bad measurers; among the latter, 382 (84.0% of the bad measurers, 53.0% of the entire cohort) kept wrist lower than heart level, and 73 (16.0% of the bad measurers, 10.1% of the entire cohort) kept wrist higher than heart level.
Within the good measurers for the category ±10 mmHg, the correlation between office and home measurement was 0.812 (p<0.0001) for upper-arm systolic BP and was 0.832 (p<0.0001) for wrist systolic BP. Within the corresponding bad measurers with home measurement error under -10 mmHg the correlation between office and home measurement was 0.563 (p<0.0001; z-statistic 6.366, p<0.0001 vs. good measures) for upper arm and 0.434 (p<0.0001; z-statistic 9.373, p<0.0001 vs. good measurers) for wrist systolic BP. Table S1 . Test aimed at verifying the praxic abilities, consisting in mimicking some movements or gestures. Values are adjusted for age (years), sex (0=women, 1=men), highest educational level achieved (years), arterial hypertension (0=no, 1=yes), forearm length (cm), upper-arm circumference (cm), memory with interference at 10 seconds test, immediate prose memory test, praxic abilities, clock drawing test, abstraction test and digit span test. Using systolic and diastolic BP (mmHg) instead of arterial hypertension did not change significantly the model.
Instruction
